Technical note: an X-ray fluorescence system for the determination of gold in vivo following chrysotherapy.
This paper describes a low cost mobile measurement system for the determination of gold in vivo base around a 153Gd radiation source and a hyper pure germanium detector. Early clinical results are also presented to demonstrate the efficacy of the system.